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A B S T R A C T

All-fiber laser Doppler vibrometer (LDV) systems have great potential in the application of remote acoustic
detection. However, the system performance is impaired due to the serious intermediate frequency (IF) crosstalk
signal, which is caused by the fiber circulator. In this paper, a system adopting a partial-fiber structure is pro-
posed and analyzed. Simulative and experimental analysis indicate that the IF crosstalk signal is mainly caused
by the fiber circulator, and it damages demodulation signal. In order to reduce the IF crosstalk signal, a po-
larization prism is employed to substitute the circulator. Experimental results reveal that the IF crosstalk signal
can be eliminated by the partial-fiber LDV effectively. The comprehensible speech signals within the range of
50m can be obtained.

1. Introduction

LDV has the characteristics of long distance, non-contact and high
sensitivity. It has been widely used in industry and military field [1,2].
On the one hand, LDV can detect and measure extremely tiny vibration
of a target at a long distance; on the other hand, the acoustic pressure
can vibrate the objects near the audio sources. Therefore, the voice
signals of a human could be acquired by capturing the vibration of a
target’s surface. Li and Wang [3–7] have presented their researches in
detecting and processing voice signals of people from large distances
using a LDV from Polytec. However, the sensor heads are usually bulky
and heavy because of the inner separated structure of the commercial
LDV systems (e.g., the Polytec OFV 505 system has dimensions of
120mm×80mm×345mm and weight of 3.4 kg). An all-fiber LDV
system has the advantages in smaller size, lightweight design, and more
robust structure, therefore it is less prone to structural vibrations and
more suitable for remote speech detection [8]. In previous study [9,10],
we have established an all-fiber LDV to detect remote voice signals.
Although this system can acquire more than 120m comprehensible
voice signals, the serious IF crosstalk signal impairs system perfor-
mance. In this paper, a partial-fiber LDV is developed by employing a
polarization prism to eliminate the IF crosstalk signal. A series of ex-
periments are carried out to verify the capability of partial-fiber LDV
system. Experimental results indicate that the IF crosstalk signal can be
eliminated by the partial-fiber LDV efficiently. Besides, the

comprehensible speech signals within the range of 50m can be ob-
tained.

2. Experimental setup

The schematic diagram of a traditional LDV is illustrated in Fig. 1.
The LDV is composed of optical unit and electrical unit. A 20-mW single
mode CW laser with the line-width less than 10 kHz at wavelength of
1550 nm is adopted as a transmitter. The output laser beam is divided
into two beams by an optical fiber splitter. One beam is taken as the
local-oscillator (LO) beam after passing through the acousto-optic fre-
quency shifter (AOFS), which shifts the frequency of the LO beam by
ωAO. Meanwhile, the other beam is focused on the detected target after
passing through a fiber circulator and a telescope. The Doppler fre-
quency shift of the received beam is generated due to the vibration of
the target, which can be expressed as

=φ t π S t
λ

( ) 4 ( )
(1)

where S(t) is the vibration displacement, λ is the wavelength. Being
received through the telescope and coupled into the fiber circulator, the
reflected beam is mixed with the LO beam in a polarization-maintaining
fiber coupler to produce a beat signal, which is converted into a voltage
signal by a photoelectric balanced detector. The IF signal is emerged
when the voltage signal passes a bandpass filter. The LO signal, echo
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signal and IF signal are expressed as follows:

= + + = + +

= + + −

I A ω ω t φ I A ω t φ t φ u

αA A ω t φ t φ φ

cos[( ) ] cos[ ( ) ]

cos[ ( ) ]
LO LO c AO S S c IF

LO S AO

1 2

1 2 (2)

where ALO, AS are the amplitude of local-oscillator and signal beam
respectively, ωAO is the frequency shift caused by AOFS, φ1 and φ2 are
random phases, α is the photoelectric conversion efficiency, φ(t) is the
Doppler shift.

In order to obtain the characteristic of the vibrating target, it’s a
classical method to demodulate the beat signal using quadrature de-
modulation and arctangent phase algorithm [11]. This method has been
analyzed and tested in recent years, enabling the realization of high-
accuracy heterodyne signal processing in commercial LDV.

The demodulation and arctangent phase algorithm block diagram is
depicted as Fig. 2.

The IF signal is divided into two equal parts by the power splitter.
One is mixed with half of the LO beam, transformed into the baseband
signal uI after passing through a low-pass filter. While the other is mixed
with a 90° phase shift of the rest LO beam and changed into the base-
band signal uQ after passing through a same low-pass filter. The ex-
pression of the baseband signal is given as follows:

≈ + − ≈ + −u αA A φ t φ φ u αA A φ t φ φcos[ ( ) ] sin[ ( ) ]I LO S Q LO S1 2 1 2 (3)

It is simple to get the Doppler frequency shift φ(t) using arctangent
phase algorithm. Once the Doppler frequency shift φ(t) is calculated,
the speech signal can be reconstructed. The ambiguity of the arctangent
function can be removed by phase unwrapping algorithm. The Doppler
frequency shift φ(t) can be simplified as:

= + +φ t u u mπ φ( ) arctan( / ) ΔQ I (4)

There is a channel crosstalk in the fiber circulator due to structural
defects of the fiber circulator in the above typical diagram of LDV.
Because of the existence of channel crosstalk, the echo beam and LO
beam change their expressions:

= + + = + +

+ +
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Therefore, baseband signal uI and uQ become the following expres-
sions:

≈ + − − + − −
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Assuming the phase difference φ1−φ2−φ3 is equal to 0, the
Doppler frequency shift is obtained by adopting arctangent phase al-
gorithm.
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The crosstalk of the fiber circulator is negligible when the intensity
of crosstalk signal is much less than the one of echo signal, ie Ac ≪ AS.
However, when the two are comparable in magnitude or the intensity of
crosstalk is greater than the one of echo, the crosstalk of the fiber cir-
culator affects the measurement accuracy of Doppler frequency shift
directly.

3. Simulation

According to laser radar range equation, the power of echo signal PS
is derived as follows:

= × × ×P P
πR

σ
πR

πD η η
4 4 4S

T
atm2 2

2

sys (8)

where PT is the power of transmitted laser, σ is the radar cross section of
target, D is the receiving aperture, R is the distance between laser
transmitter and target, ηatm is atmospheric transmission coefficient, ηsys
is transmission coefficient of the optical system. Since the laser is fo-
cused on the target through focusing system, all of the radiant energy
near the spot can be reflected. Therefore, the target can be taken as an
expansion target. The area of the irradiation is expressed as:

=dA
πR θ

4
T

2 2

(9)

where θT is the diffraction limit angle of the laser beam. For extended
Lambert scattering targets, there are:

=σ ρ R θ4ext ext T
2 2 (10)

The power of echo signal PS can be simplified as:

=P
πP ρ D

R
η η

(4 )S
T ext

atm

2

2 sys (11)

where ρext is the average reflective coefficient of target.
Assuming the measured target is file folder, the received echo beam

power PS equals 0.318 nW theoretically with the condition of
PT=18mW, R=30m, D=1.5 cm, ηatm=0.9, ηsys=0.8, ρext≈ 0.5.
In the system, the channel crosstalk level of the fiber circulator is about
60 dB and the power of the crosstalk equals 18 nW. Supposing that
movement of target is a simple harmonic vibration (S
(t)= 50×10−6× cos(2π×500 t)), simulation is carried out based on
the following parameters in Table 1.

Compared Fig. 3 with Fig. 4, it is obvious that the IF crosstalk can
directly affect the accuracy of measurement when the intensity of
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Fig. 1. Schematic diagram of the LDV (a) electrical unit (b) optical unit.
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crosstalk signal is much larger than the one of echo signal. In fact, the
echo intensity is so weaker than one of the crosstalk signal that the
impact of IF crosstalk on the system cannot be ignored because of the
far detection range as well as low reflectivity of the target. Although it
is possible to reduce the crosstalk by band pass filtering, adaptive trap
filtering, etc., it is bound to cause unpredictable damage to the useful
components of the signal.

4. Experimental improvement

In order to eliminate the IF crosstalk in the all-fiber LDV system, a
polarization prism is employed to substitute the circulator (see Fig. 5).

To verify the capability difference between all-fiber system and
partial-fiber system, an experiment is set up. As depicted in Fig. 6a, a
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Fig. 3. Simulation results when crosstalk exits (a) IF signal uIF in time domain (b) IF signal uIF in frequency domain (c) Doppler frequency shift φ(t) in time domain (d) Doppler frequency
shift φ(t) in frequency domain.

Table 1
Parameters of the simulation.

Parameters Value

Wavelength 1550 nm
Power 20mW
Linewidth 10 kHz
ALO 2507
AS 1
Ac 7.5
Δφ 0
α 1
Sampling rate 320MHz
Effective range 30m

Fig. 2. The block diagram of demodulation and arctangent phase algorithm.
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file folder is taken as the target. It is forced to vibrate under the effect of
loudspeaker enclosure, which is derived by single-frequency sinusoidal
tone generated by signal generator. The frequency of the single tone is
adjustable by toning the signal generator. The LDV transmitted the laser
beam perpendicularly to the file folder surface so as to gain the op-
timum reflected signal.

The experimental results are demonstrated in Figs. 7 and 8. It is
obvious that there is a relatively strong IF crosstalk signal which caused
by the circulator in the all-fiber system (see Fig. 8a). This crosstalk
interferes the demodulation results significantly (see Fig. 8b and c).
However, the partial-fiber LDV has ability to eliminate the IF crosstalk
signal effectively (see Fig. 7a), and the single tone can be acquired and
calculated (see Fig. 7b and c).

To further indicate the partial-fiber LDV’s acquiring capability of
remote speech signals, the experiment is set up as Fig. 6b. A speaker is
located at a distance of about 50m from the LDV and 30 cm from the
target (a mineral water bottle). The mineral water bottle is forced to
vibrate due to the speaker’s voice and its frequency equals the sound-

field frequency. The voice can be acquired by detecting the vibration of
the mineral water bottle.

To evaluate the experiment result, both subjective and objective
evaluations are implemented. The subjective evaluation is named Mean
Opinion Score (MOS) evaluation criterion (see Table 2), and the ob-
jective evaluation is named spectrogram/waveform comparison. Fig. 9
shows the spectrum and waveform of partial-fiber LDV speech signals
(see Fig. 9b), and corresponding clean signals (see Fig. 9a) captured at
the same time by a voice recorder. From the spectrogram comparison,
we can find the partial-fiber LDV audio signal is degraded by a strong
noise, because the inherent “speckle pattern” problem on a normal
“rough” surface as well as circuit noise creates an undesirable loud
noise. The valid frequency involved in the clean signal is same with the
LDV audio signal. Moreover, the waveform of LDV signal is similar to
the clean signal. Besides ten volunteers are invited to evaluate the
performance of the system under the MOS evaluation criterion. The
average of the evaluation result is 2.1. Although the MOS of the signal is
not very high, the meaning of voice is still understandable. Experiments
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indicate that the comprehensible speech signal within the range of 50m
can be obtained by the partial-fiber LDV.

5. Conclusion

All-fiber LDV system has great potential in remote acoustic detec-
tion applications. However, the performance of the LDV system is de-
graded because of disturbance of the IF crosstalk signals. In this paper,
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Table 2
Mean opinion score evaluation criterion.

The score of MOS Intelligibility Distortion level

5 Excellent Don’t feel distortion
4 Good Just feel distortion
3 Okay Feel distortion and have a little disgust
2 Difficult Obviously feel distortion but can bear it
1 Bad Unacceptable
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Mineral 
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Fig. 6. (a) Experimental block diagram of detecting single tone (b) Experimental block diagram of detecting voice.
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the analytical expression of the Doppler frequency shift affected by the
crosstalk of the fiber circulator is derived. Simulation is carried out to
confirm the effect of crosstalk on demodulation. A partial-fiber LDV is
developed to eliminate the IF crosstalk signal. Experimental results
reveal that the IF crosstalk signal can be eliminated by the partial-fiber
LDV effectively so that the comprehensible speech signals within the
range of 50m can be obtained easily. This system can be applied to
various applications such as rescue in disaster and remote area sur-
veillance.
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