
1

Vol.:(0123456789)

Scientific Reports |        (2020) 10:17824  | https://doi.org/10.1038/s41598-020-74711-8

www.nature.com/scientificreports

A digital PCR system based 
on the thermal cycled chip 
with multi helix winding capillary
Bin Li1,2,5, Yuanming Li1,5, Yangyang Jiang1, Andreas Manz3,4 & Wenming Wu1*

This paper presents a digital PCR system based on a novel thermal cycled chip, which wraps 
microchannels on a trapezoidal structure made of polydimethylsiloxane (PDMS) in a multi-helix 
manner for the first time. It is found that compared to the single helix chip commonly used in previous 
reports, this kind of novel multi-helix chip can make the surface temperature in the renaturation zone 
more uniform, and even in the case of rapid fluid flow, it can improve the efficiency of the polymerase 
chain reaction. What’s more, the winding method of multi helix (such as double helix, six helix and 
eight helix) can obtain better temperature uniformity than the winding of odd helix (such as single 
helix and three helix). As a proof of concept, the temperature-optimized double-helical chip structure 
is applied to continuous-flow digital PCR and there is no need to add any surfactant to both the oil 
phase and reagent. In addition, we successfully analyzed the fluorescence signal of continuous-flow 
digital PCR by using CMOS camera. Finally, this method is applied for the absolute quantification of 
the clinical serum sample infected by HBV. The accuracy of the test results has been confirmed by 
commercial instruments.

Polymerase chain reaction (PCR) is a nucleic acid molecular cloning technique. It can amplify nucleic acid mol-
ecules from one to several million in a very short period of time (usually in tens of minutes), so it is regarded 
as the most important molecular biology technology today. It plays an important role in the fields including 
next-generation high-throughput sequencing and clinical nucleic acid marker  detection1–14.

In 1998, Manz first proposed a new method to realize PCR through snake-shaped reciprocating pipeline in 
the world. Compared with the traditional temperature control technology based on the Peltier effect, this "chip 
laboratory" based expansion technology can make the temperature rise and fall faster. In recent years, this tech-
nology has been widely used in biology and medicine.

In the past decades, continuous-flow PCR  technology15–18 has been successfully applied to all the fields of 
traditional PCR, real-time quantitative PCR and digital  PCR16,19–24. Especially in recent years, the introduction of 
continuous-flow PCR based on absolute quantification of nucleic acid by digital  droplets25–30 has greatly expanded 
the application prospects of this technology, and has broken the limitation of traditional methods to achieve 
digital PCR by relying on droplet  array31–34 and temperature control mode of Peltier  effect35–39.

The reason why the temperature rises and fall of the continuous-flow PCR technology is faster than the tra-
ditional Peltier effect is that the chip structure transforms the thermal cycle in time into that in space.

It is well known that thermal cycle is the core of PCR and one of the decisive factors affecting the efficiency 
of PCR. Different from the temperature control mechanism using the Peltier effect, chip design and geometric 
structure optimization are the key to improve the efficiency of continuous flow PCR. However, for the previous 
papers, we find that the design ideas of continuous-flow PCR chips are all single-helix or single-cycle reciprocat-
ing microchannel design schemes, the topology of which is relatively simple. This leads us to speculate whether 
the use of Micro-Pipes with relatively complex topologies (such as multi-helix structures) in continuous-flow 
PCR can make the control of thermal cycle better, although such complex structures have rarely been reported 
in previous studies of PCR applications.

The digital PCR is currently the only technology that can achieve absolute quantification of accounting, and 
it is also considered to be the most sensitive nucleic acid detection method. Currently, many methods have been 
developed for performing continuous-flow PCR reactions. The development of droplet-based microfluidics has 
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completely changed the dispersion process of PCR samples. It can reduce the droplet volume to attoliters, which 
greatly reduces the possibility of contamination, increases the flux of digital PCR and reduces the possibility of 
multi template nucleic acid. In 2015, PDMS microfluidic chip was used for droplet digital PCR to generate highly 
monodisperse droplets using pressure difference. In 2017, N. Reginald Beer et al. designed and developed a real-
time droplet PCR device based on T-channel chip. The PCR reaction was carried out in a water-in-oil droplet 
with an average volume of 13 picoliter. The syringe pump is used to deliver liquid to the  device40. These methods 
include the engraving or copying of microchannels onto a plate and being wound on multiple  heaters41–43, and 
these methods have proven useful for the detection of DNA amplification results.

However, due to the lack of ability to track droplets during the reaction, the above method can perform 
quantitative and real-time characterization of digital PCR using a two-phase fluid emulsion in a continuous-flow 
device, but fluorescence detection can only be performed at the end of the microchannel. In addition, traditional 
continuous-flow digital PCR often require multiple heater with constant temperature to achieve extended dena-
turation, renaturation and elongation temperatures.

The above discussion shows that the control of thermal cycle is the core of digital PCR. However, the tradi-
tional continuous-flow digital PCR has a series of drawbacks such as complex temperature control and failure 
to realize real-time detection and analysis. In order to solve these problems, our system uses micro-pipes to 
wrap a special structure to achieve PCR amplification using a single heater. This work provides a new type of 
dPCR device that expands the detection range of droplet fluorescence, reduces the total power consumption 
of the thermal cycler, and reduces the size of the device itself. What’s more, in our system, the combination 
of an LED excitation source and a Complementary Metal Oxide Semiconductor (CMOS) camera detects the 
real-time fluorescence of each droplet from start to finish. The micro-pipes use a special multi-helix winding 
method, which can directly compare the fluorescence brightness of different cycle numbers while observing the 
fluorescence of the droplets.

Methods
Microfluidics chip. The Teflon micro-tube was wound on a trapezoidal structure made of polydimethyl-
siloxane (PDMS) as a chip for continuous-flow polymerase chain reaction. If the chip is placed on a constant 
temperature heat source, a temperature gradient can be formed on the upper and lower surfaces of the chip 
by natural convection of the air, thereby realizing a process in which the reaction chemical agent undergoes 
repeated temperature rise and fall while continuously flowing. The geometric configuration mode adopts a helix 
composite chip configuration in the form of double helix (Fig. 1), three helix, four helix, five helix, and six helix. 
Here, the single helix structure: Teflon tube (ID: 0.15 mm, OD: 0.3 mm) are wound from one end of the structure 
to the other, forming a path for fluid to pass through. Double helix structure: Teflon microtubules are bent after 
winding from one end of the structure to the other end, and continue winding around the structure until they 
return to the initial end of the structure. The composite chip formed by bending microtubules once is called 
double helix chip, and the composite chip obtained by bending microtubules twice is called triple helix chip. 
Such a configuration compensates for the inconspicuous separation of droplets in a single helix winding manner 
and the interference with heater temperature uniformity. Using a single helix winding method, the micro-pipes 
of the first ring and the micro-pipes of the last circle are respectively located at the two ends of the chip, and 
are separated by a distance in the spatial distance, so as to observe between the first-circle micro-pipe and the 
last-turn micro-pipe. It is difficult to accurately recognize the fluorescence brightness when the fluorescence 
changes. In extreme cases (a. no nucleic acid molecules in the reaction chemical reagent; b. a large number of 
accounting molecules in the reaction chemical reagent), the number of nucleic acid molecules in each digital 
droplet is zero or more than one, all The droplets produce the same fluorescent signal on the last lap of the reac-
tion, and the reason is that the extremes cannot be judged, which can bias the detection of the digital polymerase 

Figure 1.  3D microfluidic chip in the form of double helix.
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chain reaction. In addition, for a single-helical wound polymerase chain reaction chip, the cyclic reaction of the 
chemical reaction reagent from the high temperature region of the lower surface to the low temperature region 
of the upper surface flows in a single direction clockwise or counterclockwise, which causes the upper surface 
The entire plane of the low temperature zone produces a temperature gradient of more than 10 °C in this direc-
tion, so that the annealing temperature and the extension temperature are not constant, which greatly reduces 
the reaction efficiency.

The configuration of multi-helix wound composite chip solves the above problems well. The winding mode of 
multi-helix will cause a gap in the number of cycles between adjacent microchannels, and the more the number 
of helixes, the less the difference in the number of cycles between adjacent microchannels. Therefore, in fluo-
rescence analysis, in the same position, fluorescence can be analyzed in multiple pipelines with large difference 
in the number of cycles. While reducing the fluorescence error, we can better analyze the fluorescence change 
trend from the first to the last circle, which makes it easier to analyze the extreme cases of chemical reaction 
reagents which contain no nucleic acid molecules or a large number of nucleic acid molecules. The geometry of 
the multi-helix chip mentioned above is also helpful to solve the problem of temperature variation in the low 
temperature region. The reason why multi-helix winding can improve the temperature stability in high and 
low temperature zone is that it avoids the disadvantage of chemical reagents flowing in one direction between 
micro-fluidic pipes. Chemical reagents flow in two directions between adjacent pipes. The flow direction between 
adjacent pipes meets both the flow direction from high temperature zone to low temperature zone and from 
low temperature zone to high temperature zone. The two characteristics of flow make use of heat conduction 
between adjacent pipes to achieve temperature balance, which greatly improves the temperature stability of the 
whole region. Therefore, these methods have significant advantages for rapid polymerase chain reaction. The 
temperature of the upper surface of the multi-helix wound chip can be kept in balance even when the fluid flows 
rapidly, and no surfactant is needed during the whole experiment. Under the same circumstance, the tempera-
ture difference of the upper surface will become more obvious with the increase of the flow rate, and even lead 
to the failure of the reaction.

Droplet generation. As shown in Fig. 2, the droplet generating device is composed of two 34 g needles 
connected by a locally stretched Teflon capillary, and the other end of the needle is connected with the water 
and oil phases of the syringe. The syringe is powered by the syringe pump, so that the water droplets are trapped 
in the immiscible oil phase and introduced into the Teflon capillary. By controlling the propulsive speed of the 
water phase syringe pump, the monodisperse droplets with specific size can be produced, and the moving speed 
of the droplets can be controlled by controlling the oil phase syringe pump. The carrier fluid used in all experi-
ments is fluoride.

Thermocycling system. The thermocycling system consists of two parts: a heater providing suitable tem-
perature for amplification and a trapezoidal 3D microfluidic chip. PDMS was used to fabricate quadrilateral 
structure with isosceles trapezoidal cross section. Teflon (4 times stretched) microtubules were wound around 
the structure in the form of multi-helix to form a trapezoidal 3D microfluidic chip. The heater contacts the 
topline of the trapezoidal chip, and the contact part is the high temperature zone. A silicon wafer is placed 
between the heater and the topline of the trapezoidal chip to make the heating uniform. The topline of trapezoi-
dal chip is high temperature denaturation zone, and the baseline of trapezoidal contacts are low temperature 

Figure 2.  Schematic of droplet generator.
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annealing and elongation zone. The capillary is wound around the structure and placed on a heater to provide 
the temperature required for denaturation, annealing and elongation of the PCR process. For the experiments 
discussed here, we choose 95 °C (+ 0.5 °C) as denaturation temperature and 58.6 °C (+ 0.5 °C) as annealing and 
elongation temperature. The time of each cycle is determined by the diameter of the microchannel and the veloc-
ity of the oil phase carrying the droplets.

Reagents. Hepatitis B virus nucleic acid detection kit (fluorescent probe method) used in the experiment 
was provided by NEPG Liaoning Bio-pharma Co., Ltd. The reaction reagent was prepared according to the 
instruction manual. The total amount of reagents prepared was 50 μl, including 18 μl HBV PCR reaction mix-
ture, 2 μl PCR enzyme mixture and 30 μl HBV DNA template. The DNA template was obtained by magnetic 
bead extraction from standard HBV samples. 8 μl reagent was injected into the syringe of water phase in each 
experiment. The thermal cycle adopts two-step method, and the temperature condition is set as follows: 95 °C 
for 10 s and 60 °C for 30 s.

Image acquisition and processing. The fluorescence detection system uses 3 W high-power LED as the 
fluorescence excitation light source, and 480 nm filter is installed in front of the excitation light source to ensure 
that it can excite fluorescence, but it will not generate excessive noise. The fluorescence receiving device uses 
CMOS camera with 20 million pixels. The front end of CMOS camera is equipped with optical lens and 520 nm 
filter to receive the fluorescence signal and display the real-time image on the PC connected with it. Because the 
optical lens can adjust the focal length according to the need, this structure can monitor the fluorescence of each 
cycle of the amplification reaction in real time. The fluorescent droplet counting software installed on PC will 
calculate and count the brightness of each droplet by playing video on the software interface, and then draw the 
brightness map of the droplet through the derived Excel table to get the linear relationship.

Results and discussion
Microfluidic chips fabricated with the same structure are heated on the heating table at the same flow rate. 
High-resolution infrared thermal imager (Fotric 220, ZXF Laboratory, TX) is used to collect temperature infor-
mation in the low temperature region, and the thermodynamic diagram obtained is shown in Fig. 3. In both 
experiments, 6 observation points were selected for the cryogenic zone of chip, and the average temperature of 
these observation points was about 61 °C by adjusting the temperature of heating station. It is obvious that the 
temperature of the single helix winding mode is not uniform on the plane of the thermal imager. In the six obser-
vation points, the transverse two points are 1 °C different, while the longitudinal three points are 3 °C different, 

Figure 3.  (a) Temperature uniformity of single helical winding mode; (b) temperature uniformity of 
double helical winding mode; (c) line segment selection diagram for line temperature measurement; (d) line 
temperature distribution curve with standard error at different time.
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and the maximum temperature is 6 °C °C different from the minimum temperature (Fig. 3a). In contrast, the 
temperature of the chip with double helix winding mode is relatively uniform on the plane of the thermal imager. 
In the six observation points, the difference between the two transverse points is 0.1 °C–0.3 °C, the difference 
between the three longitudinal points is 0.1 °C–0.3 °C, and the difference between the highest temperature and 
the lowest temperature is 0.5 °C (Fig. 3b). As shown in Fig. 3c, three lines are set on the thermal image to test 
the linear uniformity of chip surface temperature, and a ruler is set vertically to indicate the relative position. 
From the linear temperature uniformity of different heating time, the linear temperature of single helix chips is 
very uneven. The temperature difference is about 7 °C, although the temperature becomes uniform gradually 
with the heating time increasing, the temperature difference is still maintained at about 2 °C. The temperature 
of the chip in the double helix mode is relatively uniform on the whole, and the temperature difference is main-
tained within 1 °C no matter how long it is heated. The winding mode is set as a unique variable by controlling 
variable method, which proves that the double helix structure has better ability to maintain surface temperature 
uniformity than the single helix structure, and the temperature of the chip reaction zone made by the double 
helix structure is more uniform.

In order to observe the temperature uniformity in the low temperature region more intuitively, we extend the 
temperature detection range to the whole plane of the low temperature region. The chips with the rates of 2 ml/h 
and 3 ml/h of the reagents were compared. (Fig. 4) We find that the temperature of the single helix winding mode 
decreases rapidly along the direction of reagent flow in the microchannel, and the difference of temperature is 
about 4 °C when the rate is 2 ml/h (Fig. 4a), and 5 °C when the rate is 3 ml/h (Fig. 4b). The temperature of the 
double helix winding mode will also decrease along one direction, but the difference of temperature is relatively 
small, regardless of the rate, it is 1 °C. (Fig. 4c,d), compared with single-helix winding mode, the temperature of 
double-helix winding mode is more uniform, which can make the temperature of microchannels with different 
cycles close to the same, which is conducive to the success of the experiment.

Temperature uniformity in the region is far from enough. Continuous-flow PCR also requires that the tem-
perature is stable before the amplification was completed. As in the above experiment, the reagent in the micro-
tube flow continuously for a period of time, and record the temperature of the observation area with infrared 
thermal imager. As shown in Fig. 5a, when the velocity of flow is 2 ml/h, the difference of temperature in single 
helix mode is maintained at 4 °C to 6 °C. And the difference of temperature in single helix mode increases obvi-
ously when the velocity of flow is 3 ml/h, which maintained at 5 °C to 7 °C (Fig. 5b). But in double helix mode, 
the difference of temperature maintained at 1 °C to 2 °C all the time regardless of winding mode. The results 
show that the double helix model can keep the temperature of chip stable for a long time.

As a proof of concept, this novel double-helix chip system can be used in continuous-flow PCR to detect clini-
cal serum samples. In order to be able to count the number of droplets more accurately, we designed an automatic 
image recognition and processing analysis software for counting the number of droplets in a video shot in CMOS 
camera. The video is imported into this software for contrast and brightness modification, making it easier to 
distinguish between low-brightness droplets and high-brightness droplets. In order to determine the brightness 
threshold of digital PCR negative droplets, we first analyzed the fluorescence of the negative control group. The 

Figure 4.  Temperature distribution in low temperature zone of chip. (a) When the velocity of flow is 2 ml/h, 
the temperature distribution in single helix mode; (b) When the velocity of flow is 3 ml/h, the temperature 
distribution in single helix mode; (c) When the velocity of flow is 2 ml/h, the temperature distribution in double 
helix mode; (d) When the velocity of flow is 3 ml/h, the temperature distribution in double helix mode.
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brightness of the droplets is counted as low brightness and the data is represented in Fig. 6a as a criterion for 
distinguishing between high brightness and low brightness. Just by selecting an area on the pipe whose reagent 
has not been reacted, and the software automatically records the relative brightness value of the corresponding 
pixel in the display, which can be used as the background brightness. In order to make the experiment more 
comparative, then the fluorescence data collected from the experimental group were analyzed, and the brightness 
of the droplet is counted again and output as Excel data (Fig. 6b). Figure 6c is the real-time fluorescence image 
of negative control group. Figure 6d is a real-time fluorescence image of the sample (concentration:  104 IU/ml) 

Figure 5.  The change of difference between the lowest temperature and the highest temperature in the selected 
area with time goes by. (a) The change of difference of temperature when the velocity of flow is 2 ml/h; (b) The 
change of difference of temperature when the velocity of flow is 3 ml/h.

Figure 6.  (a) Initial brightness of droplets; (b) Brightness of droplets after amplification; (c) Real-time 
fluorescence image of droplets of negative control group; (d) Real-time fluorescence image of droplets of 
experimental group.
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taken by CMOS camera. The results detected by commercialized qPCR are also shown in Fig. 6a displaying a 
same result with the dPCR. It is obvious that high-intensity droplets are distinguished from low-intensity droplets 
and are easily resolved.

Conclusion
Experiments show that this new multi-helix geometric structure as firstly reported in this paper has higher tem-
perature stability in the process of single heater driven thermal cycle. Based on the optimization of the thermal 
cycle process, we have realized the absolute quantification of clinical serum samples (HBV) by continuous-flow 
digital PCR based on a single heater for the first time in the world. The use of CMOS camera is also reported 
firstly in this paper for continuous-flow digital PCR system instead of the probing sensor in traditional work 
flow, which raises the fluorescence observation range to several times the end detection observation range, and 
can distinguish the extreme cases where all droplets contain detection fragments or do not contain detection 
fragments, so as to make the detection more accurate. In addition, As far as we know, this is also the first time 
in the world that continuous-flow digital PCR without surfactant was realized. No surfactant was used during 
the whole experiment, which reduced the operation steps and the probability of errors in reagent configuration.

Received: 4 April 2020; Accepted: 5 October 2020

References
 1. Carvalho, R. C. T. et al. Use of PCR for detection of bovine tuberculosis bacillus in milk of positive skin test cows. Braz. J. Vet. Res. 

Anim. Sci. 51, 42–48 (2014).
 2. Gachon, C., Mingam, A. & Charrier, B. J. J. O. E. B. Real-time PCR: what relevance to plant studies?. J. Exp. Bot. 55, 1445–1454 

(2004).
 3. Ishimizu, T. et al. PCR-based method for identifying the S-genotypes of Japanese pear cultivars. Theor. Appl. Genet. 98, 961–967 

(1999).
 4. Cui, X. et al. In vitro diagnosis of DNA methylation biomarkers with digital PCR in breast tumors. Analyst 143, 3011–3020 (2018).
 5. Cao, L. et al. Advances in digital polymerase chain reaction (dPCR) and its emerging biomedical applications. Biosens. Bioelectron. 

90, 459–474 (2017).
 6. Kakiuchi, S. et al. Accuracy of high-throughput nanofluidic PCR-based pneumococcal serotyping and quantification assays using 

sputum samples for diagnosing vaccine serotype pneumococcal pneumonia: analyses by composite diagnostic standards and 
bayesian latent class models. J. Clin. Microbiol. 56, e01874-e1877. https://doi.org/10.1128/JCM.01874-17%J (2018).

 7. Yucha, R. W. et al. High-throughput characterization of HIV-1 reservoir reactivation using a single-cell-in-droplet PCR assay. 
EBioMedicine 20, 217–229. https ://doi.org/10.1016/j.ebiom .2017.05.006 (2017).

 8. Uribe-Convers, S., Settles, M. L. & Tank, D. C. A phylogenomic approach based on PCR target enrichment and high throughput 
sequencing: resolving the diversity within the South American species of Bartsia L. (Orobanchaceae). PLoS ONE 11, e0148203. 
https ://doi.org/10.1371/journ al.pone.01482 03 (2016).

 9. Kebschull, J. M. & Zador, A. M. Sources of PCR-induced distortions in high-throughput sequencing data sets. Nucleic Acids Res. 
43, e143. https ://doi.org/10.1093/nar/gkv71 7 (2015).

 10. Ramlee, M. K., Yan, T., Cheung, A. M., Chuah, C. T. & Li, S. High-throughput genotyping of CRISPR/Cas9-mediated mutants 
using fluorescent PCR-capillary gel electrophoresis. Sci. Rep. 5, 15587. https ://doi.org/10.1038/srep1 5587 (2015).

 11. Belair, C. D. et al. High-throughput, efficient, and unbiased capture of small RNAs from low-input samples for sequencing. Sci. 
Rep. 9, 2262. https ://doi.org/10.1038/s4159 8-018-38458 -7 (2019).

 12. Gondard, M. et al. Prevalence of tick-borne viruses in Ixodes ricinus assessed by high-throughput real-time PCR. Pathog. Dis. 76, 
8. https ://doi.org/10.1093/femsp d/fty08 3 (2018).

 13. Coudray-Meunier, C. et al. A novel high-throughput method for molecular detection of human pathogenic viruses using a nano-
fluidic real-time PCR system. PLoS ONE 11, e0147832. https ://doi.org/10.1371/journ al.pone.01478 32 (2016).

 14. Polka, J., Rebecchi, A., Pisacane, V., Morelli, L. & Puglisi, E. Bacterial diversity in typical Italian salami at different ripening 
stages as revealed by high-throughput sequencing of 16S rRNA amplicons. Food Microbiol. 46, 342–356. https ://doi.org/10.1016/j.
fm.2014.08.023 (2015).

 15. Fernandez-Carballo, B. L. et al. Low-cost, real-time, continuous flow PCR system for pathogen detection. Biomed. Microdevices 
18, 34. https ://doi.org/10.1007/s1054 4-016-0060-4 (2016).

 16. Li, S. et al. A continuous-flow polymerase chain reaction microchip with regional velocity control. J. Microelectromech. Syst. 15, 
223–236 (2006).

 17. Tachibana, H. et al. Self-propelled continuous-flow PCR in capillary-driven microfluidic device: microfluidic behavior and DNA 
amplification. Sens. Actuators B 206, 303–310 (2015).

 18. Fernández-Carballo, B. L. et al. Low-cost, real-time, continuous flow PCR system for pathogen detection. Biomed. Microdevice 
18, 34 (2016).

 19. Bian, X. et al. A microfluidic droplet digital PCR for simultaneous detection of pathogenic Escherichia coli O157 and Listeria 
monocytogenes. Biosens. Bioelectron. 74, 770–777. https ://doi.org/10.1016/j.bios.2015.07.016 (2015).

 20. Hudecova, I. Digital PCR analysis of circulating nucleic acids. Clin. Biochem. 48, 948–956. https ://doi.org/10.1016/j.clinb ioche 
m.2015.03.015 (2015).

 21. Doi, H. et al. Use of droplet digital PCR for estimation of fish abundance and biomass in environmental DNA surveys. PLoS ONE 
10, e0122763. https ://doi.org/10.1371/journ al.pone.01227 63 (2015).

 22. Schuler, F. et al. Digital droplet PCR on disk. Lab. Chip. 16, 208–216. https ://doi.org/10.1039/c5lc0 1068c  (2016).
 23. Belmonte, F. R. et al. Digital PCR methods improve detection sensitivity and measurement precision of low abundance mtDNA 

deletions. Sci. Rep. 6, 25186. https ://doi.org/10.1038/srep2 5186 (2016).
 24. Huggett, J. F., Cowen, S. & Foy, C. A. Considerations for digital PCR as an accurate molecular diagnostic tool. Clin. Chem. 61, 

79–88. https ://doi.org/10.1373/clinc hem.2014.22136 6 (2015).
 25. Li, Z. et al. All-in-one microfluidic device for on-site diagnosis of pathogens based on integrated continuous flow PCR and elec-

trophoresis biochip. Lab. Chip. 19, 2663–2668 (2019).
 26. Ragsdale, V., Li, H., Sant, H., Ameel, T. & Gale, B. K. J. B. M. A disposable, continuous-flow polymerase chain reaction device: 

design, fabrication and evaluation. Biomed. Microdevice 18, 62 (2016).
 27. Ma, S.-Y. et al. Peanut detection using droplet microfluidic polymerase chain reaction device. J. Sens. 2019, 1–9 (2019).
 28. Hua, Z. et al. Multiplexed real-time polymerase chain reaction on a digital microfluidic platform. Anal. Chem. 82, 2310–2316 

(2010).

https://doi.org/10.1016/j.ebiom.2017.05.006
https://doi.org/10.1371/journal.pone.0148203
https://doi.org/10.1093/nar/gkv717
https://doi.org/10.1038/srep15587
https://doi.org/10.1038/s41598-018-38458-7
https://doi.org/10.1093/femspd/fty083
https://doi.org/10.1371/journal.pone.0147832
https://doi.org/10.1016/j.fm.2014.08.023
https://doi.org/10.1016/j.fm.2014.08.023
https://doi.org/10.1007/s10544-016-0060-4
https://doi.org/10.1016/j.bios.2015.07.016
https://doi.org/10.1016/j.clinbiochem.2015.03.015
https://doi.org/10.1016/j.clinbiochem.2015.03.015
https://doi.org/10.1371/journal.pone.0122763
https://doi.org/10.1039/c5lc01068c
https://doi.org/10.1038/srep25186
https://doi.org/10.1373/clinchem.2014.221366


8

Vol:.(1234567890)

Scientific Reports |        (2020) 10:17824  | https://doi.org/10.1038/s41598-020-74711-8

www.nature.com/scientificreports/

 29. Chang, Y.-H., Lee, G.-B., Huang, F.-C., Chen, Y.-Y. & Lin, J.-L. Integrated polymerase chain reaction chips utilizing digital micro-
fluidics. Biomed. Microdevices 8, 215–225 (2006).

 30. Davies, M. & Dalton, T. (Google Patents, 2017).
 31. Pinheiro, L. B. et al. Evaluation of a droplet digital polymerase chain reaction format for DNA copy number quantification. Anal. 

Chem. 84, 1003–1011 (2011).
 32. Song, Q. et al. A new method for polydimethylsiloxane (PDMS) microfluidic chips to maintain vacuum-driven power using 

Parylene C. Sens. Actuators B 256, 1122–1130 (2018).
 33. Tian, Q. et al. An integrated temporary negative pressure assisted microfluidic chip for DNA isolation and digital PCR detection. 

RSC Adv. 5, 81889–81896 (2015).
 34. Gou, T. et al. Smartphone-based mobile digital PCR device for DNA quantitative analysis with high accuracy. Biosens. Bioelectron. 

120, 144–152 (2018).
 35. Hindson, C. M. et al. Absolute quantification by droplet digital PCR versus analog real-time PCR. Nat. Methods 10, 1003 (2013).
 36. Logan, J. & Edwards, K. J. An Overview of PCR Platforms 7–22 (Caister Academic Press, London, 2009).
 37. Wilding, P., Shoffner, M. A. & Kricka, L. J. J. C. PCR in a silicon microstructure. Nat. Methods 40, 1815–1818 (1994).
 38. Kim, J., Byun, D., Mauk, M. G. & Bau, H. H. J. A disposable, self-contained PCR chip. Lab. Chip. 9, 606–612 (2009).
 39. Qiu, X. & Yuan, J. in 2005 IEEE Engineering in Medicine and Biology 27th Annual Conference. 7509–7512 (IEEE).
 40. Sreejith, K. R., Ooi, C. H., Jin, J., Dao, D. V. & Nguyen, N. T. Digital polymerase chain reaction technology: recent advances and 

future perspectives. Lab. Chip. 18, 3717–3732. https ://doi.org/10.1039/c8lc0 0990b  (2018).
 41. Chen, J. et al. Capillary-based integrated digital PCR in picoliter droplets. Lab. Chip. 18, 412–421. https ://doi.org/10.1039/c7lc0 

1160a  (2018).
 42. Hatch, A. C., Ray, T., Lintecum, K. & Youngbull, C. Continuous flow real-time PCR device using multi-channel fluorescence 

excitation and detection. Lab. Chip. 14, 562–568. https ://doi.org/10.1039/c3lc5 1236c  (2014).
 43. Zhang, W. et al. Inkjet printing based droplet generation for integrated online digital polymerase chain reaction. Anal. Chem. 90, 

5329–5334. https ://doi.org/10.1021/acs.analc hem.8b004 63 (2018).

Acknowledgement
This project is supported by National Natural Science Foundation of China (No. 61704169), the CAS Pioneer 
Hundred Talents Program, the Natural Science Foundation of Jilin Province (20180520112JH), the talent project 
of Jilin Province, and Fundamental Research Funds for the Central Universities.

Author contributions
B.L. wrote the main manuscript text and prepared figures. Y.L. collated the experimental data. W.W., Y.J. and 
A.M. revised and edited the manuscript. All authors reviewed the manuscript.

Competing interests 
The authors declare no competing interests.

Additional information
Correspondence and requests for materials should be addressed to W.W.

Reprints and permissions information is available at www.nature.com/reprints.

Publisher’s note Springer Nature remains neutral with regard to jurisdictional claims in published maps and 
institutional affiliations.

Open Access  This article is licensed under a Creative Commons Attribution 4.0 International 
License, which permits use, sharing, adaptation, distribution and reproduction in any medium or 

format, as long as you give appropriate credit to the original author(s) and the source, provide a link to the 
Creative Commons licence, and indicate if changes were made. The images or other third party material in this 
article are included in the article’s Creative Commons licence, unless indicated otherwise in a credit line to the 
material. If material is not included in the article’s Creative Commons licence and your intended use is not 
permitted by statutory regulation or exceeds the permitted use, you will need to obtain permission directly from 
the copyright holder. To view a copy of this licence, visit http://creat iveco mmons .org/licen ses/by/4.0/.

© The Author(s) 2020

https://doi.org/10.1039/c8lc00990b
https://doi.org/10.1039/c7lc01160a
https://doi.org/10.1039/c7lc01160a
https://doi.org/10.1039/c3lc51236c
https://doi.org/10.1021/acs.analchem.8b00463
www.nature.com/reprints
http://creativecommons.org/licenses/by/4.0/

	A digital PCR system based on the thermal cycled chip with multi helix winding capillary
	Methods
	Microfluidics chip. 
	Droplet generation. 
	Thermocycling system. 
	Reagents. 
	Image acquisition and processing. 

	Results and discussion
	Conclusion
	References
	Acknowledgement


